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2:02 pm, Jun 16,

MISSOUR|I DEPARTMENT OF HEALTH
STATE PUBLIC HEALTH LABORATORY

DATAMASTER MAINTENANCE REPORT GHQ Academy

Complele this report in duplicate at the Yme of the regular monthly preventive maintenance check, and whenever Instrument|
is ropaired. Send copy te Department of Health; retain original in department file.

DATAMASTER 5N DATE OF INSPECTION
940239 6/4/2009
LOCATION OF INSTRUMENT {STHEET AND CITY} TIME OF INSPEGTION
1510 E. Elm §t., Jefferson City 14:23

CHECKLIST: Place a check (v) to the lelt of each item if found to be sallsfactory or if operating within established limits, (Wrile
in observed values where datarmined.) Unchecked {tems must be corrected before using instrumenl.

DIAGNOSTIC CHECK (PRINTOUT ATTACHED)

COMPUTER DETECTOR

PROGRAM FILTERS

HEATERS SAMPLE CHAMBER ~ +49°C QUARTZ STANDARD
i FLOW DETECTOR /] CALIBRATION

PUMP HIGH SPEED _ FRINTER

INDICATOR LIGHTS

W TIME AND DATE 13:30 6/2/2009

SIMULATOR TEMPERATURE (34 °C £ 0.2°C) +34.19°C

CALIBBATION CHECK -
Run three tests using a slandard solution, All thres lests must be within 1 5% of the standard value and must have a
spread of .005 or Jess. Check the box cerresponding to the standard solution being used. (PRINTOUT ATTACHED) (USE
REGIRCULATION PUMP)
[10.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% tNCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0,038% and 0.042% INCLUSIVE
{ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

TEST+ .088 TEST2 ™ .098 TEST3 W 098

PERFORM R.F.I. TEST {PRINTOUT ATTACHED)

NUMBER OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS 0 {(0-.04) 0 {.05-.08) 1t {.10-.14) ¢ {.15-.19} ¢ (Over.19) 0

List any new parls and describs any alteralion or medification that was made to restore the Instrument to operate satisfactorily
and within established limits (use other side if necessary)
Upgraded firmware from 12-15-19899 to 04-07-2009. Reset time of Inslrument (DST).

Guth Laboratorles, lot #08010, exp]rmg 1/6[2010
INSPECTING OTTICER ) Co

" | PRINT NAME
Dewayne D. Carver

TELEPHONE NUMBER

10/29/2009 (573) 751-4722

MG B8C- 1468 {9-94) AN EQUAL OFPORTUNITY/AFFIRNATIVE ACTION EMPLOVEA Lab-116
torrins provaed on & nondiscelminalacy batis




®
A@B GUTH LABORATORIES, INC.

590 NORTH 67th STREEY ® HARRISBURG, PA 17111-4511 ® TELEPHONE; 717-664-5470

k]

CERTIFICATE OF ANALYSIS
Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 08340 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography and found to contain 0.1211 percent
(w/vol) ethyl alcohol. The expiration date for this lot
number is OQctober 15, 2009 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol

analysis instrument reading of 0.10 percent BAC.

The alcoh. and waier used in this solution were

free of test interfering substances.

6‘//

Ted L. Pauley, President
GUTH LABORATORIES, INC.
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FACE THIS SlDE DOWN TH!S EDGE iN FIRS'I FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket

MISEOURT STATE HIBHWAY PRIRIL

" BAC DataMaster
Evidence Ticket

MISSOURT STATE HIGHWAY PRTROL

TAC DATAMASTER SERIAL MUMEER 248223 BEC DATAMRSTER SERIAL MUMBER 248233
s LA e

TESTING DFFICER:
CRARVER-TNEWAYHE/T

OFFICER 1.0,0 4]

FERMIT MIJMBER: ;LE:13

EYRIRATION DATE: 18/0%
MIZCELLAMEQUS DRTH:

- i@ VAPOR CALIBRATION CHECK

hUTH L':IE' Li !T ]3:3 _p-jr!s_j ]:' .’F 1”,.-'{ 5 .»"":ht

- ZUPERVISOR MODE ——-

ERFEST TIME: Bo:8aE
CUEJEIT HAME:

BDE- gisateal FEW: M
=TATEZD.L.® F”?
FRREETING OFFI

%
OFFICER I.0.: &
TESTIHG OFFICERS
;HE“ERHBENH:HEfB
UFFIfER 1.0, i

ELEHE TEST . 208 143 & FERMIT NUMBER: 728217
IHTERHAL STANDARD YERIFIED 1R 25 rgﬁ; IRATION DATE: 1822702
EYTERMAL =TRMDARD R 14?1’:‘: M SCELEAHEDUS TATA:
BLAME TEST 58 14326 SF1 TEST
EXTERMAL STAMDARD 033 14387 |
BLAMK TEET . SRl 14425 —— EREATH RHALYSIS ——-
© EYTERMAL STANDRRD B33 14528
~- BLAMK TEST = 14125 b o e TEST AR 14175
L - ——— THTERMAL STHHTARD YERIFIED 14335
f =3 SHEJECT SAMPLE GO 14135
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'Staté' of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE i

DEWAYNE D. CARVER

‘is hereby authorized to Instruct and supervise operators, traln instructors, inspect,
- calibrate, perform field repalrs, and operate the following breath analyzer(s):

DATAMASTER

-for the determination of the a!cohoil'c'co'nt.e'ht of blood _ﬁo_m a sample of expired (alveolar)

air. Issued under the provisions of sections 577.020 through 577,041, RSMo 1986,

oue, 10129107 I A W, S F

Director of Slate Public Health Laboralory

Numt;ar _'22.0219_._
Expires 1 0/2_9/200_9

Director, Department of Health ~
MO 580-0771 (7-88) Lab. 4 {R7-85)



